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At-wavelength interferometric characterization of a nex+#eduction lithographic-quality extreme
ultraviolet (EUV) optical system is described. This state-of-the-art projection optic was fabricated
for installation in the EUV lithography Engineering Test Std&d'S) and is referred to as the ETS
Set-2 optic. EUV characterization of the Set-2 optic is performed using the EUV phase-shifting
point diffraction interferomete(PS/PD) installed on an undulator beamline at Lawrence Berkeley
National Laboratory’s Advanced Light Source. This is the same interferometer previously used for
the at-wavelength characterization and alignment of the ETS Set-1 optic. In addition to the PS/
PDI-based full-field wave front characterization, we also present wave front measurements
performed with lateral shearing interferometry, the chromatic dependence of the wave front error,
and the system-level pupil-dependent spectral-bandpass characteristics of the optic; the latter two
properties are only measurable using at-wavelength interferometry20@. American Vacuum
Society. [DOI: 10.1116/1.1421545

[. INTRODUCTION cated and assembled. The projection optics are four-mirror,
aspheric ring-field systems, designed to operate at approxi-

The recent interest in extreme ultravioleEUV)  mately 13.4 nm wavelength with a numerical apert(Né)
IithographyL has led to the development of a variety of novel of 0.1 and 4« demagpnification.
metrologies. Because EUV optical systems utilize resonant- Here, we describe the characterization of the ETS Set-2
stack, reflective multilayer-coated opticgperforming me-  optic using at-wavelength interferometry. Installed on an un-
trology at the operational wavelength is essential to the dedulator beamline, the PS/PIFig. 1) is a versatile metrology
velopment proces$This has led to numerous advancementstool, which can be configured to perform a variety of system-
in the field of EUV interferometr§~*° With a demonstrated level interferometric and noninterferometric measurements.
reference-wave front accuracy of better than,,/350(0.04  The interferometer is readily configurable as a lateral shear-
nm at\ gyy=13.4 nm,'° the phase-shifting point diffraction ing interferometet providing a significant increase in aber-
interferometer(PS/PD)® is, to the best of our knowledge, ration magnitude measurement range, which is useful for ini-
the highest accuracy EUV interferometer available. tial system alignment. We present the use of the PS/PDI for

Operating at the Advanced Light Sour@sLS) synchro-  the full-field wave front characterization of the ETS Set-2
tron radiation facility at Lawrence Berkeley National Labo- optic. In addition to field-dependent wave front measure-
ratory (LBNL ), the PS/PDI has been in use for several yeargnents, we also present the chromatic dependence of the
in the measurement and alignment of numerous small-fielavave front error, and the system-level pupil-dependent
EUV 10x-reduction Schwarzschild objectives.Indepen-  spectral-bandpass characteristics of the optic, properties that
dent verification of the accuracy of the PS/PDI and its utilityare only measurable at-wavelength.
in predicting and optimizing imaging performance has come
from ongoing lithographic exposure experiments conducted|. PS/PDI CONFIGURATION
at Sandia National Laboratoriés.

More recently, a new interferometry endstation was
constructefl specifically for at-wavelength testing of projec-
tion optics designed for the EUV-lithography engineering
test stand ETS).™2 This interferometer was used last year to

charactirlze and alignthe first OT tW,O prOJectloq optical field, provide feedback for the alignment of the individual

system$* (the ETS Set-1 opticwhich is currently installed mirror elements, enabling optimal imaging quality to be

in the operational ETS. Since that time, a second projeCtiO%chieved

optic of higher quality(the ETS Set-2 optijchas been fabri- The PS/PDI desigFig. 1) has only a few critical optical

yom . " | hould be add g LBNLcomponents. All of the components exist in a vacuum envi-
uthor to whom all correspondence shou e addressed at H 7| . H
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YAlso at: EECS Department, University of California, Berkeley, CA 94720. contamination mitigation measure. Great care is taken to fol-

The PS/PDI was constructed to evaluate the system wave
front at arbitrary positions across the field of view. In the
object plane, the ring field is arc shaped, spanning 104 mm
by 6 mm wide, and subtending 29°. Measurements of the
field-dependent optical performance, across the large ring-
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Focussing serving the aberrations imparted by the optical system. The
optics Tnput second_ unblocked beam is focu_sed onto a pml(tthle refer_-

. ence pinholg smaller than the diffraction-limited resolution
pinholes of the test optic, thereby producing an ideally spherical ref-
erence beam. The two beams propagate to the charge
coupled devicé CCD) where they overlap creating an inter-
ference pattern that records the deviation of the test beam
from an ideal sphere.

To enable characterization of the test optic across the
large field of view, the extended field is divided into 45 dis-
crete field points, prescribed by the alignment method. The
object and image-plane masks are comprised of arrays of
pinholes and alignment features arranged to coincide with
each field point position. The entire interferometer, including
the test optic and the pinhole arrays, is moved under the
stationary undulator beam, allowing the field points to be
measured sequentially.

The pinhole arrays are fabricated with electron-beam li-
thography and reactive ion etching at LBNL's Nanowriter
facility.’®> The masks are made up of a 200-nm-thick nickel
absorbing layer evaporated onto 100-nm-thick low-stress
Fic. 1. Schematic of the EUV PS/PDI installed at an undulator beamline asilicon-nitride (SiN,) membranes. The mask features are
s o s ke o eanin o s rnaty Sc1ed completely. through he membrane prior fo the N
LTr?ﬁl s%r;cteinotﬁle testyoptic object plane. Pinhole diffraction is used to produyce%vapqratlon' _T_hus’ the pmh0|es, and W'f‘df)""s are_ completgly
both the probe and reference waves and a transmission grating is used as €N N the finished masks, which maximizes their transmis-
beamsplitter. sion and significantly mitigates contamination problems.

From
undulator

grating

Test optic

Reference
pinholes

low clean, UHV practices, and to ensure that only uHv Il MEASUREMENT RESULTS
compatible materials are introduced into the vacuum cham- Prior to EUV characterization at LBNL, the ETS Set-2
ber. Once the interferometer component alignments wereptic was assembled, characterized, and aligned using
complete, an insulated thermal enclosure was constructed tgsible-light interferometry at Lawrence Livermore National
contain the interferometer endstation and maintain temperd-aboratory'® The alignment was performed using an align-
ture stability of 0.01°C over 8 h. ment algorithm developed for both EUV and visible-light
Within the vacuum chamber, a synchrotron beam from arnnterferometry:’ The system was then brought to LBNL for
undulator source is focused onto the objeeticle) plane of  at-wavelength characterization and re-alignment if deemed
the test optic from above; the illumination angle and positionnecessary.
matches the design conditions. A Kirkpatrick—Baez
glancing-incidence optical system focuses the beamline ra’a—"
diation into a fixed spot nominally mm wide. At LBNL, three complete sets of interferometric measure-
In the object(reticle) plane, diffraction from a small pin- ments were performed over a five-week time period. Two
hole (the object pinhol¢ produces spatially coherent, initial measurements were performed using the shearing
spherical-wave illumination of the test optic, filling the pupil configuratiod as the system temperature was reduced from
of the optical system with a divergence angle significantlythe ALS ambient temperature of 24.5 °C to the designed op-
larger than the input numerical apertyf¢A) of the system. erating temperature, 21.0 °C. All three measurements where
The size and quality of the spatial filtering pinhole play im- performed at the optic centroid wavelength of 13.35 nm.
portant roles in determining the spherical accuracy of the The two shearing measurements were performed at 22.6
probe(tesh beam’'° A grating beamsplitter placed between and 20.9 °C, respectively. Although not described here in de-
the object pinhole and the test optic creates a series of ovetail, some minor wave front temperature dependenrer/
lapping coherent beams that are focused to laterally dist00 root-mean-squarems)] was observed. Following stabi-
placed positions in the imageafen plane. The image-plane lization of the interferometer endstation temperature, the
beam separation is designed to beuBh. By propagating system was configured for PS/PDI measurements and the
through the optical system, each of these overlapping beanmentire field was again characterized. As described below,
acquires the characteristic aberrations of the test optic. In thgood agreement was found between the shearing and PS/PDI
image-plane, a patterned opaque and transp&o@ein sten- measurements.
cil) mask selects two adjacent beams with all other beams Good qualitative agreement has also found between the
being blocked. One of the two beams, the test beam, passésst visible-light measurements and PS/PDI measurements
through a relatively large window in the mask, thereby pre-described here. A more rigorous quantitative comparison is

Wave front measurements
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Fic. 2. Wave fronts measured at each of the 45 different field points and contour map of the rms error across the field. The gray-level steps in the contour map
correspond to 0.1 nm increments. For display purposes, each wave front image is individually scaled to its own minimum and maximum values allowing det

to be seen in each wave front. The rms wavefront errors listed below each wave front are in nm and are based on a 37-term Zernike polynomial fit to the wave
front with the measurement-dependent piston, tilt, and focus terms removed. The depicted wave fronts include higher spatial frequency cintent than
contained within the 37-term Zernike polynomial reconstructions.

now underway and will ultimately include a second set ofpolynomial fit to the wave froff with the measurement-
visible-light measurements yet to be performed. The EUMdependent piston, tilt, and focus terms removed. The de-
measurements revealed that the system alignment had npicted wave fronts include higher spatial frequency content
changed appreciably during transport, temperature adjusthan is contained within the 37-term Zernike polynomial re-
ment, and during the five weeks between the visible-lightconstructions. At the best field point, a significant improve-
and EUV measurements. Due to the fact that good qualitativenent in wave front qualitfa factor of approximately 1.36
agreement was found, no subsequent alignment was pehnas been found relative to the Set-1 optic which had a rms
formed based on the EUV measurements. wave front error ranging from 0.99 to 1.37 nm across the

We note that quantitative comparisons performed with thdield of view® Final analysis of the interferogram data is now
ETS Set-1 optit also showed very good wave front agree- underway. The final analysis will incorporate the results of
ment, particularly for the midspatial-frequency wave frontinterferometric null test§ that were performed to experi-
features. The EUV measurements were used to identify anchentally quantify the geometric systematic error magnitudes
correct systematic errors in the visible-light measurementdn the measurements. The final wave front error magnitudes
substantially improving the overall level of agreement. Thisare not expected to change by more than 0.02 nm from the
level reached rms wave front difference magnitudess values presented here.

magnitude of the point-by-point wave front differemnoan Figure 3 shows the comparison between the final shearing
the order of 0.25 nm, dominated by low-spatial-frequencymeasurement and the final PS/PDI measurement. The con-
wave front components, such as astigmatism. tour maps are based on the rms error over a NA of 0.0915 as

Figure 2 shows wave front-characterization results deterlimited by the measurement NA of the shearing implementa-
mined from the final PS/PDI measurement. Figure 2 showsion that was used.The shearing measurement was per-
the individual wave fronts measured at each of the 45 differformed using 2um pitch gratings placed approximately 300
ent field points as well as a contour map of the rms errorum from focus. For the comparison, the PS/PDI data was
across the field. The rms wave front errors listed below eache-analyzed over the same>830 pixel grid size as used for
wave front are in nm and are based on a 37-term Zernik¢he shearing. The coarser grid for shearing arises from the
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1.81 front near the design operating wavelentjttin these mea-

(a) nm surements, a single field point is interferometrically probed
as the illumination wavelength is tuned through a range ex-

ﬁ ceeding the optic full-width-half-maximum spectral pass-
; band. Figure 4 shows the wave front change as a function of

wavelength relative to the wave front measured at 13.35 nm
wavelength. This measurement was performed at the central
field point where the rms wave front error is approximately
0.73 nm. The difference-wave front precision, based on re-
peated measurements performed at a single wavelength, was
0.49 measured at approximately 0.006 nm. The fact the wave
nm front changes by less than;,/500 across a spectral band
exceeding the 0.37 nm full-width-half maximum demon-
strates the optic to be essentially free of chromatic aberra-
tions.

(b)

Difference

012.0m 038 m

Fic. 3. Comparison between the final shearing measurement and the fin
PS/PDI measuremefiboth at wavelength The contour maps are based on

the rms error over a numerical aperti¢A) of 0.0915 as limited by the In addition to performing wave front measurements. the
measurement NA of the shearing implementation used. For the compariso ’

the PS/PDI data was re-analyzed over the same grid size and NA as used %S/PDl is also well suited to the characterization of system-
the shearing. The shearing and PS/PDI contour ni@psre shown using a  level spectral-bandpass measurements. Moreover, because
common colorscale. The contour map of the rms error of the differencehe optical system pupil is effectively projected onto the
wave fronts(b) is shown on a separate colorscale. The average agreemettt:CD the spectral characteristics can be determined as a
across the field is (0.250.06) nm. ; . .. . . .
function of pupil position. In this case, the grating beamsplit-
ter is removed from the system and pupil transmission im-

shear angle magnitude which is 1/15th of the NA angle. Be2des are recorded on the CCD as the wavelength is varied.
tween the shearing and PS/PDI, the average agreemeﬁt’iCh CCD pixel is then treated as an independent detector
across the field, as determined by the rms magnitude of th&0m which the spectral response for the corresponding point
difference wave front, was found to be (026.06) nm(\/  in the pupil can be found.

53) with the best agreement being 0.12 fil11). Based on Figure 5 shows the centroid wavelength change as a func-
separate characterization of the accuracy of the PSfripd  tion of pupil position as measured at the central field point.
known limitations of the shearing implementation used here The pupil map has been binned down to a 40-pixel grid. The
(namely spurious interference terms from higher order grad@verage centroid wavelength is 13.35 nm with a peak-to-
ing diffraction termg, the agreement is expected to be lim- valley linear variation of (0.0150.002) nm across the pupil.

angles of incidence, is consistent with that expected from the

optical design and the known coating parameters, which
were measured after the coating of each individual mirror.

One of the unique capabilities of the EUV interferometerModeling results show an expected linear change of approxi-
is its ability to measure chromatic dependence of the wavenately 0.017 nm across the pupil.

6 Spectral bandpass

B. Chromatic aberrations

Wavelength (nm)
13.10 13.35 13.60

0.017 0.013 0.014 0.009 0.008 0.000 0.007 0.007 0.012 0.017 0.021

Difference wavefront rms magnitude (nm)

0.00 nm 0.16 nm

Fic. 4. Wave front variation, as a function of wavelength, relative to the wave front measured at a wavelength of 13.35 nm. This measurement was performed
at the central field point where the wave front error is approximately 0.73 nm rms. The number below each wave front image is the rms magnitude of the
difference wave front. The difference wave front images are all globally scaled as indicated by the colorbar.
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